A flow injection system for the determination of high levels of glucose in parenteral solutions based on amperometric detection of hydrogen peroxide produced in the glucose oxidase reaction was developed. The determinations were made without any sample pre-treatment. The flow injection manifold includes two dialysis units to perform dilution of the samples and to maintain the enzyme in a closed re-circulation loop. Due to the hydrodynamic characteristics of the analytical system, the variables were optimized using a parameter design of Taguchi. Under optimal conditions, a linear response for glucose concentrations, between 0.1 and 1.0 M was achieved. A good reproducibility (r.s.d. < 3%) and a sampling rate of 30 determinations/hour were observed. The results obtained are in a good agreement with those obtained using the spectrophotometric enzymatic method.
Introduction
Enzyme-based procedures using flow injection analysis (FIA) systems are one of the most widely used methods for the estimation of biological substrates. Several enzymatic techniques for the determination of glucose are actually available and include the use of glucose oxidase. This enzyme is highly specific for the oxidation of β-D-glucose to gluconate and hydrogen peroxide [1] . Most commercially available preparations of the enzyme also contain the enzyme mutarotase which catalyses transformation from alpha to beta form. Reaction products may be determined spectrophotometrically either by direct estimation of the NADH produced using NAD-glucose dehydrogenase or indirectly, by reacting the hydrogen peroxide to produce a colored product [2] [3] [4] . Other possibilities are the detection of electroactive products such as H 2 O 2 , generally performed using solid electrodes such as platinum or glassy carbon [5] [6] [7] modified electrodes [8] [9] , or biosensors [10] .
In continuous flow techniques, several strategies have been undertaken to adapt quantification methods to the range of sample concentrations. Dialysis membranes have proved to be an adequate alternative for the estimation of highly concentrated sample [11] . The reduction in cost of the determination is generally associated with reduced enzyme consumption. This has been achieved by immobilization of the enzymes in the system prior to the detector or in the detector itself [12] [13] [14] [15] [16] [17] [18] [19] [20] [21] [22] [23] [24] [25] using a closed-loop as proposed by Roehrig et al. [26] . Alternatively, the enzyme is trapped in one of the channels of the dialysis membrane [27] .
In this paper, an enzymatic determination of glucose in parenteral solutions using an FIA system is described. The system is based on the amperometric detection of H 2 O 2 using a platinum electrode. In an effort to obtain a simple, rapid, stable and cost effective method, two dialysis membranes were included. The first membrane enables samples to be diluted due to the low rate of transport across the membranes of the flow system. The second membrane is introduced to restrict the enzyme to a closed circuit and reduce its consumption. Optimization of hydrodynamic variables was performed according to a parameter design of Taguchi. This design determines the conditions, which are insensitive to the variability of the different sample preparations [28] [29] .
Materials and methods

Reagents and solutions
Analytical grade reagents were used without further purification throughout. The solutions were prepared with distillated and deionized water (specific conductivity < 0.1 µS cm -1 [30] . Samples provided from Paracelcia were previously diluted and assayed according to the manufacturer.
Equipment
A 4-channel Gilson Minipuls-3 peristaltic pump fitted with Gilson tubes ensured the flow of solutions. Samples were introduced into the carrier flow using a 4-way, rotary injection valve (Rheodyne 5020). The components of the FIA system were linked using Omnifit Teflon tubing (0.8-mm internal diameter). Joints were secured with Gilson connectors. Connectors, pulse dampers [31] and dialyzers [32] were laboratory-manufactured using Perspex. The dialysis membranes used in dialysis units were supplied by Tecator (Ref. 5588 0002). The dialysis channels were 2 mm wide and 7.0 and 10.5 cm long respectively.
Amperometric determinations were performed using a potentiostat/galvanostat EG&G PAR Model 273A, equipped with Model 270/250 Research Electrochemical Software v. 4.10. The flow cell was a "wall-jet" type Methrom 656 electrochemical detector, with a 3-electrode system comprised of a Pt working electrode, an Ag/AgCl (3M KCl) reference electrode and gold auxiliary electrode.
For the conventional method of glucose determination, the absorbance of samples at 510 nm in 1 cm cuvettes was determined using a Philips PU8710 spectrophotometer.
Optimization procedure
The Taguchi parameter design (also called parameter design) [28] [29] consisting in the deliberate introduction of changes in the experiment in order to evaluate their effects on the searched response. The TPD differentiates between control factors and noise or incontrollable factors and treats separately by means of special design matrices called "Ortogonal Arrays" (OA). Columns (corresponding to factors and their interactions) and rows (corresponding to trials) of an OA are arranged in a fixed way indicating the combination of factor levels in each experiment to be run, and allowing the simultaneous evaluation of several parameters with the minimum number of trials.
Results and discussion
The proposed method for glucose determination is based on the appearance of hydrogen peroxide as a consequence of the reaction:
A preliminary study was performed by direct measurement of the H 2 O 2 in batch procedures and subsequently in the FIA system, to evaluate the optimal conditions, namely the potential required to detect H 2 O 2 under the present conditions. It was found that the maximum signal was reached at pH 13 and 0.6 V (vs. AgCl/Ag) as proposed in the literature [5, 33] .
Taking into account that optimal conditions for peroxide determination is under alkaline conditions and the most adequate pH for the enzyme reaction is 7.0, the enzyme is dissolved and maintained in phosphate buffer in the closedcircuit while detection is performed at pH 13. Concerning the stability of the enzyme in the closed circuit it was verified that is possible assays after 200 consecutive injections, with no major variations in response peak height. Hence, the only limitation in the use of the enzyme is the stability period of the reconstituted lyophilisate.
Manifold
The schematic representation of the developed FIA system for glucose determination in parenteral solutions is shown in figure 1 .
A 20 mL aliquot of glucose oxidase with an activity of 15 U/mL in 0.2 M phosphate buffer pH 7, is introduced into the closed circuit (Fig. 1 ). The untreated sample (100 µL) is then injected into carrier solution C (0.1 M NaOH and 0.1 M NaCl). This carrier flew across the dialysis membrane and allows the adjustment of the glucose concentration to the optimum value, using the DM-1 dialysis membrane. This membrane separates the two parallel flows, C and D. C flow, which contains the sample, is discarded after crossing the DM-1 membrane. D flow, with a similar composition, collects the species to be determined and transports them to the second dialysis membrane (DM-2), were the enzymatic reaction takes place.
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Original articles Fig. 1 . Flow injection manifold for glucose determination: S, sample; C, carrier; D, dilutor; E: enzyme; CFR, DFR = 1.3 mL/min; EFR = 0.3 mL/min; P, peristaltic pump; V, injection valve (100 µL); PD pulse damper; CR-1 (10 cm) and CR-2 (15 cm), coil lengths; DM-1 (7.0 cm) and DM-2 (10.5 cm), dialysis units; ED, electrochemical detector; REC, recorder; W, waste.
Optimization of flow system hydrodynamic and geometric variables
A Taguchi parameter design [28] was used to optimize the FIA system. The variables used were flow rate of the carrier in mL/min (FRC), flow rate of the dilutor in mL/min (FRD), flow rate of the enzyme in mL/min (FRE), injection volume in µL (IV), coil length before enzyme reaction (CLB) and coil length after enzyme reaction (CLA), in cm. Ionic strength was chosen as the "noise factor" [29] and expressed as the concentration of NaCl (M) insensitive to the possible different electrolyte concentrations present in each parenteral solution. Table I shows the control factors and their levels. Seven factors with two levels each one, were tested, which corresponds to seven degrees of freedom, using a L 8 (2 7 ) orthogonal array.
The response values (Tab. II) lists the different combinations of the factors tested at each noise level and the Ip (µA) values obtained (last 2 columns). Statistical analysis of the data showed that the response was mostly affected by the carrier flow rate, followed by the length of the reactor 2.
The response curves obtained due to changes in factors and in the noise level demonstrated the effects of the FRC and CLA and using these conditions the most intense response was predicted to be FRC 1 , FRD 1 , FRE 1 , CLB 1 and CLA 2 . Under these conditions, both injection volumes tested would be appropriate. Table III shows the pooled ANOVA of the signal-to-noise analysis. It may be seen that the FRC factor makes an 82.78% contribution to response variability and the remaining factors (FRD, FRE and CLA) contribute by approximately 5%. Residual contribution was of the order of 0.92% confirming the appropriate choice of control factors. With these data it was possible to conclude that, for a fixed dilution set by the first dialysis unit, the conditions offering the maximum response signal, maximum signal/noise ratio and greatest insensitivity relatively to noise corresponds to the following combination: FRC 1 (1.3 mL/min), FRD 1 (1.3 mL/min), EFR 1 (0.3 mL/min), IV 2 (100 µL), CLB 1 (10 cm) and CLA 1 (15 cm). The latter factor was chosen since it affords the greatest sampling rate. Ionic strength was fixed at 0.1 M NaCl, although it does not significantly affect the response.
The theoretical prediction by Taguchi design was confirmed experimentally. A peak height of 0.285 µA was obtained for the same concentration of glucose used over the entire optimization process and a sampling rate of 30 determinations/hour. The calibration curve obtained under these conditions allows the determination of glucose concentrations in the range 0.1 to 1 M (y = 0.7909x, R 2 = 0.9911). Table IV shows the results obtained using 8 samples of parenteral solutions commonly found on the Portuguese and Spanish markets. Samples were analyzed without previous dilution or other treatment. Data shown in the tables represent mean values of 5 determinations corresponding to 5 consecutive sample injections.
Determination of glucose in parenteral solutions
Application of the Student's paired t-test to compare both sets of results indicates that t for the difference population is 0.89. This value is less than the critical figure for a p value of 0.05 and 7 degrees of freedom (2.365). It may, thus, be concluded that there are no significant differences between the proposed method and the batch method at a confidence level of 95%.
Conclusions
The FIA system developed for the determination of high glucose concentrations such as those of parenteral solutions
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Original articles avoiding the need for pre-treatment allow a sampling rate of 30 determinations/hour and the results were comparable to those obtained using conventional batch methods.
The use of the re-circulating enzyme (glucose oxidase) minimizes consumption and reduces costs. Furthermore, the use of a dialysis strategy permits measurement of glucose at considerably high concentration without loss of sensitivity or response time and is able to eliminate interference in-situ.
The strategy used in the optimization of the control factors, based on Taguchi method, presents advantages concerning its insensitivity to noise (variation in ionic strength of the sample).
The proposed method present attractive characteristics such could be completely automated, have a low cost and could be easily implemented in routine laboratories namely in control of production of parenteral solutions. 
